Evaluation of clinical systems for invasive blood pressure monitoring

This is a preview edition of an AAMI guidance document and is intended to allow potential purchasers to review the content of the document before making a purchasing decision.

For a complete copy of this AAMI document, contact AAMI at +1-977-249-8226 or visit www.aami.org.
Evaluation of Clinical Systems for Invasive Blood Pressure Monitoring

Association for the Advancement of Medical Instrumentation

AAMI TIR No. 9—1992

Committee Representation

This technical information report was developed by the AAMI Blood Pressure Monitoring Committee. Committee approval of the standard does not necessarily imply that all committee members and reviewers voted for its approval. The committee currently has the following members:

**Cochairs:**
A. William Paulsen  
Tommy Cooper

**Members:**
John M. R. Bruner, MD, American Society of Anesthesiologists  
LeRoy Buckhoy, CBET, Loyola University Medical  
Harlow B. Christianson, PhD, Abbott Laboratories  
Tommy Cooper, Cooper Consulting Services  
Steve Daleo, PPG Biomedical  
Melsin Fink, CBET, Cook County Hospital  
Wesley T. Frazier, MD, Emory University  
Alvis Jordans, U.S. Food and Drug Administration  
Martin J. Kutik, PPD Consulting  
H. D. Millar, Millar Instruments  
Carl Pantiskas, SpaceLabs Medical, Inc.  
A. William Paulsen, PhD, CCE, Baylor University Medical Center  
John W. Raynes, Becton Dickinson & Company  
Kay Rutishauser, RN, Association of Acute Care Nurses  
Dwight E. Shields, University of Washington Hospital  
Joshua E. Tsitlik, PhD, Johns Hopkins Medical Institutions  
William Dean Wallace, MD, PhD, Utah Medical Products  
Gregory Welyczko, Ohmeda Anesthesia

**Alternates:**
Charles Foltz, Abbott Critical Care Systems  
Roy Hayes, SpaceLabs Medical, Inc.  
Jeffrey P. Milsap, CCE, Ohmeda Anesthesia

NOTE—Participation by federal agency representatives in the development of this standard does not constitute endorsement by the federal government or any of its agencies.

EVALUATION OF CLINICAL SYSTEMS FOR

© 2000 Association for the Advancement of Medical Instrumentation